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Critically important to accuracy

Main reason for “repairs”

Cleaning of the lens is required every 2 weeks 
     Incorporate a procedure: 

– With another Quality Checked device such as a glucometer 
– A bi-weekly payday

To clean lens, use a Q-Tip:
– Dampen a cotton-tipped swab (Q-Tip) with 

an alcohol wipe
– Twirl Q-Tip on the lens deep in center of 

probe
– Dry with another swab to remove any 

residue


