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Exergen TemporalScanner TAT-2000C in the NICU 

Part Number:  140033 

 
Please Open Me First 

 

 

 

A Unique Gift for the Parents of Your Tiny NICU Patient 

• The TAT is intended for exclusive use on one infant throughout that 
infant’s stay in the NICU, and then given to the parents on discharge.   

• After removing the TAT from the Information Packet, remove the clear 
storage cap, return to the Packet, and retain the Packet to provide to the 
parents on discharge. 

In the NICU 
• The TAT should remain in the isolette/radiant warmer with the baby. 
• Before the first use, disinfect with 70% isopropyl alcohol, and allow the 

TAT to equilibrate to the temperature in the isolette or radiant warmer for 
about 20 minutes.  From then on, it is ready for use at any time on the 
same baby. 

• Being dedicated to one baby, there is no need to disinfect the 
thermometer between uses 

On Discharge  
The TAT and Information Packet should be given to the parents to take home.   

• Return the TAT-2000C (and the User’s Manual if removed) to the plastic 
bag Information Packet when you give it to the parents. 

 



Exergen TemporalScanner Thermometer in the NICU 
 Accuracy Confirmed by 8 Peer-Reviewed Published Studies 

1. Gently touch probe to center of forehead

2.Depress blue button, keep button depressed

3.Gently slide probe in a horizontal line just 
above the eyebrow to the hairline

4.Release button, remove from forehead, and 
record the temperature 
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Important Points 

• The TAT needs to equilibrate to the infant’s
environment.  Prior to initial use, place TAT
in isolette or warmer for 20 minutes

• TAT is meant to remain with the infant
while in the NICU

• No covers or wipes are needed as the TAT
is dedicated to one infant

• Measurement site must be exposed

Using the TAT-2000C in 4 Easy Steps 

Isolette 
In this case, push 
hat up from fore-
head for about 10 
seconds to allow 
heat to dissipate. 

Warmer 
In this case, just 
touch exposed 
area on the neck 
behind earlobe,  
press & release 
button.  

See reverse side for clinical studies
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